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Abstract 


Objective: In airborne gamma ray spectrum processing, different analysis methods, technical requirements, analysis 
models, and calculation methods need to be established. To meet the engineering practice requirements of airborne 
gamma-ray measurements and improve computational efficiency, an improved shuffled frog leaping algorithm—particle 
swarm optimization convolutional neural network (SFLA-PSO CNN) for large-sample quantitative analysis of airborne 
gamma-ray spectra is proposed herein. 

Methods: This method was used to train the weight of the neural network, optimize the structure of the network, delete 
redundant connections, and enable the neural network to acquire the capability of quantitative spectrum processing. In full- 
spectrum data processing, this method can perform the functions of energy spectrum peak searching and peak area 
calculations. After network training, the mean SNR and RMSE of the spectral lines were 31.27 and 2.75, respectively, 
satisfying the demand for noise reduction. To test the processing ability of the algorithm in large samples of airborne 
gamma spectra, this study considered the measured data from the Saihangaobi survey area as an example to conduct data 
spectral analysis. 

Results: The results show that calculation of the single-peak area takes only 0.13~0.15 ms, and the average relative errors 
of the peak area in the U, Th, and K spectra are 3.11%, 9.50%, and 6.18%, indicating the high processing efficiency and 
accuracy of this algorithm. 

Limitations: The performance of the model can be further improved by optimizing related parameters, but it can already 
meet the requirements of practical engineering measurement. 

Conclusions: This study provides a new idea for the full-spectrum processing of airborne gamma rays. 


Keywords: Large sample; Airborne gamma spectrum (AGS); Shuffled frog leaping algorithm (SFLA); 


Particle swarm optimization (PSO); Convolutional neural network (CNN) 


1. Introduction 
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The International Atomic Energy Agency’s “standard three-window method,” also known as the 
“window data processing method,” is the fundamental component of the conventional airborne 
gamma-ray spectrum data processing technique [1-2]. This approach is frequently used in data 
processing software, including Oasis Montaj [3] and AGRS GeoProbe [4], which provide a standard 
three-window data-processing module. In 1992, Wang Ping developed the “clustering analysis-based 
normalization method” based on the statistical analysis method to process the airborne gamma-ray 
spectrum data of three mining areas, providing more comprehensive information [5]. This was 
achieved to fully utilize the multiparameter data of the airborne gamma-ray spectrum and study the 
local radioactive anomaly region. Issues with peak position drift, energy scale, and radioactive 
statistical fluctuations that affected the accuracy of the analysis were resolved in 1993 by Yufeng et al. 
[6]. They also established mathematical and physical models for gamma-spectrum analysis and 
discussed the viability of the spectral method in software systems. In 2001, Hendriks combined an 
efficient BGO scintillator detector with full energy spectral data analysis (FSA) using the complete 
energy spectrum combined with the standard spectrum to calculate the °K, 7°Th, SU radioactivity 
concentrations [7]. In 2003, Guo Yufeng proposed a smoothing filtering method to solve the problem 
of statistical fluctuations in the natural gamma spectrum [8], compared the smoothing filtering effect 
of the natural gamma spectrum of two groups of core samples, and found that the error of the filtered 
spectrum was smaller than that of the unprocessed spectrum through theoretical derivation. 

In the early 21st century, with the application of airborne gamma-ray spectrometry in the search 
for deep-blind deposits and in-situ sandstone type uranium deposits, users put forward higher 
requirements for the accuracy and efficiency of airborne gamma-ray spectrometry. Advances in 
electronics have facilitated the implementation of complex algorithms. In 2011, Weichong established 
a source-term analysis and measurement model for airborne gamma-spectrum measurements [9]. The 
airborne gamma spectrum is a composite of various source-term spectral components. In addition, the 
respective method directly solves the atmospheric radon correction problem without requiring 
additional up-detection detectors. In 2018, Ya et al. established a stratigraphic response model to 
compensate for the spectrum of the current depth with data from adjacent depth points, and achieved 
consistency between the energy scale of the measuring instrument with that of the standard instrument 
through spectral smoothing and drift correction [10]. In 2021, Gu Yi et al. derived the theory of 
minimum detectable activity concentration (MDAC) of the airborne gamma ray spectrum, and studied 
the relationship between the MDAC and the scintillation counter’s intrinsic efficiency, scintillation 
crystal volume and energy resolution, and aircraft flight altitude [11]. 

Thus far, most data processing for airborne gamma-ray spectra has focused on the statistical 
fluctuation of a single spectrum. However, with the application of airborne gamma spectrometry in 
radioactive background investigations [12], nuclear accident emergency airborne gamma spectrometry 
[13-15], groundwater investigation [16], terrain correction and anomaly information recognition, 
among other fields [17-19], the processing technology of large-sample airborne gamma spectrometry 
data has developed over the past 10 years, from the optimization of spectral solution steps to the 
upgrading of spectral data system processing. In 2013, Shao Jiewen et al. developed gamma spectrum 
processing software according to the measurement requirements by integrating functions such as 
format conversion, batch spectrum solving, spectrum merging, and spectrum deduction of spectral 
files [20]. In 2017, George Lasche developed an application, Visual RobFit (VRF), for analyzing 
high-resolution gamma ray spectra using nonlinear fitting techniques to fit the full spectrum [21]. 
Automatic analysis of ?8Ra and ?%Ra from 12 soil samples and a consistent comparison with the 
analysis using a well-known commercial software demonstrated that this method better identifies 
overlapping peaks. In 2022, Feng Chunyuan et al. completely implemented the airborne gamma-ray 
full spectrum analysis method based on Python and its rich third-party class library programming, and 
solved the problem that large matrices can only be calculated using other numerical computing 
software; but its drawbacks are also obvious: the programming is complicated, the data processing 
efficiency is not high, and the relative error of the three-window method is up to 6.1% [22]. However, 
in an actual aerial gamma-spectrum detection mission, a single flight mission in a single measuring 


area often returns a very large amount of line data, including at least tens of thousands of spectral lines 
[23]. Neural networks can learn and extract different patterns from large amounts of data, thus saving 
time and computational resources. To free researchers from tedious accelerator tuning tasks, Zhou 
Liuyuan developed a noninvasive diagnostic method based on convolutional neural network (CNN) 
and the interior point method with knowledge of scattering parameters [24]. However, there are 
currently no reports on large-sample, fast processing, high-precision algorithms, or software for 
airborne gamma measurement missions [25-26]. 

Based on the above problems, this study focused on the data characteristics of large samples. The 
particle swarm optimization (PSO) neural network was employed as the main algorithm [27], and 
combined with an improved shuffled frog-leaping algorithm based on simulated annealing to establish 
a new optimization network model. SFLA-PSO does not require calculation of the gradient, and 
considers both global and local optimizations. This algorithm is adopted to optimize the weight and 
bias of the CNN, which reduces the risk of the CNN algorithm falling into a local area, improves the 
training efficiency of the neural network, and accelerates the convergence rate of the network. In this 
study, the calibration data of the spectrum of the standard gamma field were used as the training set 
for model training. The trained model was verified during an airborne gamma-measurement mission 
in the Saihangaobi mining area. 


2. Algorithm and model 


2.1 Improved shuffled forg leapfrog algorithm 


The shuffled frog leaping algorithm (SFLA), a new heuristic population intelligent evolution 
algorithm, simulates the population coevolution process of a group of frogs when searching for most 
food locations. It combines deterministic and random methods, and has high computational power and 
global search performance. To solve the problem in which the SFLA easily falls into a local optimum 
and the accuracy decreases, this study improves the SFLA based on a simulated annealing model. The 
Metropolis discriminant criterion in the simulated annealing algorithm is then used to improve the 
optimization ability of the SFLA. 


2.1.1 Simulated annealing model 


Ordinary simulated annealing algorithms produce only one new solution at a time, and based on 
the Metropolis criterion, the probability is determined to choose whether to accept the new state or not. 
Assuming the solution of the current moment search is xs the corresponding system energy (objective 
function) is Es, and random disturbance is applied to the search point to generate a new solution xz. 
Correspondingly, if the system energy is E+, then the acceptance probability of the transition from x; 


to x of the search point is: 
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2.1.2 Threshold oscillation SFLA model based on simulated annealing 


To solve the problem of the SFLA easily falling into the local optima and its accuracy decreasing, 
this study improves the SFLA based on the simulated annealing model. The improved algorithm 
added a threshold shock strategy based on a simulated annealing strategy [28-29]. In the optimization 
process of the SFLA, all the populations participating in the population iteration accelerate to 
converge. The current frog population convergence was determined by the standard deviation of the 
frog solution in the community. When the mean deviation of each frog population decreases by a 
preset threshold, part of the population is divided into groups that oscillate near the optimal solution in 
their community, thus jumping out of the local optimum [30-32]. 
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where, M represents frog memeplex, N frogs are allocated to m/2+k populations and each memeplex 
contains n frogs, satisfying N=m xn, œ is the proportion of the number of groups that are mapped out 
to the total number of groups. When the spatial standard deviation of the S-dimension solution of the 
frog memeplex meets the threshold value, several memeplex are selected successively from the 
middle segment memeplex to both sides of each memeplex, and the sampled memeplex is defined as 
the regional oscillating memeplex. U(t) indicates rearrangement of M in descending order for the 
evolution iteration of the next generation memeplex [33]. The specific algorithm flow is shown in Fig. 
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Fig. 1 Improved SFLA global search process 
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2.2 PSO neural network model 


The evolutionary computing method known as PSO was developed based on an investigation of 
flock predation behavior. The fundamental objective of PSO is to determine the most effective 
solution through group collaboration and knowledge exchange. The organizational structure of a 
social network significantly affects the PSO performance. The degree of connectedness between 
network nodes, the number of clusters, and the separation between nodes affect how information 
moves between networks. Fig. 2(b) depicts a typical PSO global optimum social network structure. 
Communication occurs between the particles, and the social network structure of the globally optimal 


PSO is a star topology. In this structure, part of the particle velocity update reflects the information 
obtained from all particles in the population. 
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Fig. 2 (a) Particle migration mode in solution space (b) Global optimal PSO network structure 
In Fig. 2 (a), xj, represents the starting position of the particle, x“;is the position of the particle at 
the next moment; v, is for the speed at which particles “fly”; p;, represents the current optimal position 
of the searched particle, p; represents the global optimal location. In a globally optimal PSO network, 
the particle velocity is 

yD 0 +6 7, (0 mO- AO yO] (3) 

vi(t) is the velocity of particle 7 in the j dimension, x;(t) is the position of particle į in the j 
dimension. y;(t) is the best position of particle i in the j dimension, j=1,2,...,nx. c7,c2 is the acceleration 
constant (used to measure the contribution degree of cognitive part, social part), r7(t),72(t)~U(0,1) are 
the random values sampled from the uniform distribution. 

Because of its advantages of being straightforward and simple to apply without requiring 
numerous parameter adjustments, PSO has been widely employed in function optimization, neural 
network training, fuzzy system control, and other genetic algorithm applications. For example, in 
digital alpha spectrum peak seek, Mohamed S. El_Tokhy coupled antlion optimizer and PSO to peak 
finder algorithm, solved the second-order pileup caused by high count rate, and obtained a faster and 
more accurate peak finder method [34]. To explore the optimization effect of PSO, this study sets the 
matrix definition domain space to 200x200, and sets x E [-200,200] and y ©[-200,200] , taking the 
Gaussian function as the objective function of PSO. 

1 3 4 
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The PSO network model is constructed by Matlab. To obtain the maximum value of the Gaussian 
function within the range of the matrix, all the values in the matrix can be directly traversed, and the 
maximum value can then be obtained. PSO is used to constantly update the velocity and position of 
particles in the grid space, move them in the direction of the optimal solution, and quickly shorten the 
time required to obtain the optimal solution, which can significantly improve computational efficiency. 
In the search for the maximum value problem, the update of y;(t) satisfies: 
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where, f-R”—R is the fitness function. 

In a globally optimal particle swarm network, a particle can communicate with many other 
particles, and this interaction promotes information exchange among particles; subsequently, the 
population converges to the optimal solution. Fig. 3 shows the operation results of the PSO searching 


for the maximum value of the Gaussian function. The green dots in (a) represent optimal particle 
positions. In (b), “Loss” represents the error of the model during each iteration, “Epoch” represents 
the number of iterations of data in the training process. It can be seen that the algorithm converges to 
the approximate optimal value after more than 20 iterations. 


Loss 


Fig. 3 Optimization results of particle swarm optimization algorithm 


The basic idea of the SFLA-PSO CNN is to replace the random gradient descent with an 
optimization algorithm, update the weight and structure of the network, and realize the process of back 
propagation. Using a global search optimization algorithm, an initial weight matrix and bias vector 
can be obtained to obtain the final neural network structure. 


3. Results and Discussion 


3.1 Data sources 


In this study, measured airborne gamma-ray full-spectrum data of aerial remote areas in Hebei 
province and the Saihangaobi deposit in the Inner Mongolia region were selected, including the survey 
line, base point, measuring date, time, active time, temperature, radar height, barometric height, K, U, 
Th, energy spectrum window width and 0-255 channels of down-spectrum data. The training data 
comprised the energy spectrum data of the Beijing Aerial Remote Sensing Standard Gamma Field. 
The file size was 82.1 MB and the file format was “.dat,” containing tens of thousands of spectral data. 
This type of large-sample processing is extremely demanding for gamma spectrum processing systems. 
Saihangaobi testing zone data were used as practical test data to verify the effects of the trained model. 


3.2 Standard gamma spectrum model training 
3.2.1 Setting Model Parameters 


First, the initial parameters were set. The input layer set the input size to 256 px. The 256 
channels of the full-spectrum data contained U, Th, and K nuclide information. Setting the Epoch to 
32 and iteration time to 150. The population size of the PSO algorithm used to optimize the neural net 
is n=40. The initial inertia weight w=0.9, which linearly reduces to 0.4 as the number of iterations 
gradually diminishes the influence of the prior particle velocity on the present velocity, and the 
acceleration constant c;=c2=2 [35-37]. Each population contained 100 frogs, the number of iterations 
within each population was 10, the number of global information exchanges was 50, and the 
attenuation coefficient D of the simulated annealing strategy was a random number between 0.3 and 
0.5. The populations were divided into ten groups based on a thresholding oscillation mixed leapfrog 
algorithm using simulated annealing. The oscillating intervals were 0.01, 0.05, 0.1, and 0.2, of the 
value range of the independent variables [38]. 


Common CNN use convolutional and pooling layers instead of fully connected layers. Through 
deep learning, that is, an increase in the number of layers, the model learns more abstract features. 
This study adopted the CNN structure shown in Fig. 4 and set two convolution pooling layers: a fully 
connected layer and an output layer. Spectral data were entered from the left side of a 16 x 16 grid. 
After the feature extraction of the convolutional and pooling layers, the coefficients of the fully 
connected layers were updated using the improved SFLA-PSO. After network training, a new spectral 
line on the right side was obtained as the output. 
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Fig. 4 SFLA-PSO CNN model structure 


3.2.2 Spectrum processing and analysis 


"2 The gamma spectrum data measured by the Nal (TT) detector were processed and analyzed using 
QN 256 experimental data points [39-40]. The improved SFLA-PSO neural network algorithm was used 
to process the measured spectrum [41], and the processing and results of the measured data were 
analyzed from two aspects: spectrum line comparison and signal-to-noise ratio before and after 
processing to verify the rationality of the model design in this study and test the noise reduction effect 
[42]. 

= To objectively analyze the model effect, the special energy spectrum data, maximum peak area 
png (Fig. 5), minimum peak area (Fig. 6), and spectrum of the average peak area (Fig. 7) were 
Ss simultaneously analyzed. 
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Fig. 5 Graph of maximum peak area spectra 
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Fig. 6 Comparison diagram of minimum peak area spectral line 
120 — Observed Spectrum 
—— Reconstructed Spectrum 
100 
80 
8 
5 60 
fo) 
Oo 
40 
20 
0 4 
0 50 100 150 200 250 
Channels 


Fig. 7 Comparison of spectral lines of average peak area 


By comparing the spectra of the airborne gamma ray spectrometer before and after calibration and 
recombination, it can be seen that after model training and recombination, the noise information in the 
spectrum was significantly reduced, and the information of the weak peaks was preserved. For the 
weak peak region in the maximum peak area spectrum (Fig. 5), the reconstructed spectrum not only 
removes noise information but also preserves and highlights the weak peak shape. In the minimum 
peak area spectrum (Fig. 6) before reconstruction, the weak peak information was hidden in the noise. 
After reconstruction, weak peak information was enhanced. In the average peak area spectrum (Fig. 7), 
the reconstructed spectrum also had significant effects on noise reduction and highlighted weak peaks. 

To assess the ability of this model to extract spectral data, the signal-to-noise ratio was 
quantitatively analyzed after energy spectrum training. Equation (6) was used to calculate the signal- 


to-noise ratio (SNR), where y(n) represents the predicted value, y(n) represents the true value, and Np 
represents the sample size. 
The higher the expected value, the better the noise-reduction ability of this model. 


N; 
Zyn) 
SNR = 10109, (6) 
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The RMSE is the square root of the ratio of the deviation between the predicted and real values 


and the observed number, which is used to measure the deviation between the denoised and original 
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spectra. According to Equation (7), the smaller the value, the higher the SNR and the more effective 
the training model in reducing noise. 


n=1 


In this study, 160 groups of reconstructed a data were selected to calculate the signal-to- 
noise ratio; the results are shown in Fig. 8. 
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Fig. 8 (a) Reconstituted spectrum SNR (b) reconstituted spectrum RMSE 


Referring to the experimental results of Li Fei [43], the SNR value is generally approximately 30 
and the RMSE value should be less than 10. After wavelet denoising was performed on the tested 
energy spectrum data, the mean values of the SNR and RMSE in Fig. 8 (a) and Fig. 8 (b) were 31.27 
and 2.75, respectively, indicating that the denoising method used in this model was very effective. 

The sample size also affects training accuracy. In this study, 500 standard spectra were selected as 
training samples, and preliminary model effect validation was performed. The PSO, SFLA, and 
stochastic gradient descent (SGD) are selected as controls. The convergence of the training process of 
each optimization model is shown in Fig. 9, where “Loss” represents the error of each iteration of the 
model, and “Epoch” represents the number of iterations of data in the training process. 
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Fig. 9 Convergence of each optimization algorithm 


It can be seen that the convergence of the four optimization models well reflects the 
characteristics of each model. Owing to the rapid convergence effect of the PSO algorithm, the neural 
network falls into local extrema, but the particle swarm optimization algorithm has completed 
convergence after 30 iterations; therefore, the prediction accuracy is low. The SFLA converges slower 
than the PSO, which converges to the local extrema approximately 75 times, but its accuracy is 
slightly higher than that of the PSO. When the CNN uses SGD to optimize the parameters, the 
convergence time is the longest, and approximately 110 iterations of convergence are completed. 
However, it is closest to the optimal extreme point, showing the possibility of falling into the local 
extreme value. The SFLA-PSO CNN model has the highest training efficiency, more than 20 
iterations of convergence, and the best extreme value determination effect, which proves that this 
method has better nonlinear fitting ability and higher prediction accuracy for full-spectrum airborne 
gamma processing. 

Increasing the dataset size is an important method of overfitting. Improve the accuracy of the 
model as much as possible and ensure its computational efficiency. In this study, 2000, 5000, and 
10000 spectral data were used as samples for model training to obtain the most optimal model 
structure. 

The sample training effect for each dataset size is shown in Fig. 10. With an increase in the 
sample size, the accuracy of the model also improved, and the training time was greatly improved. 
However, the models trained with different sample sizes converged when the loss tended to zero, 
indicating that the sample size had no significant influence on the accuracy of the model prediction 
ability. This is probably because this model only studies three types of nuclides, and there are few 
features to extract; therefore, ideal learning results can be obtained with a small number of samples. 
To obtain effective measurement efficiency and accuracy, an SFLA-PSO CNN model developed using 
5000 samples was selected for this study. 
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Fig. 10 Effects of training with different sample sizes 


3.3 Application of measured spectrum in Saihangaobi mining area 


After establishing the CNN, the network model was tested. The measured spectrum of the 
Saihangaobi Mining Area was used as the verification set to evaluate the model. The data file size was 
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87.7 M, the maximum count rate was 2636 cps, the minimum count rate was 2347 cps, and the 
average count rate was 2518 cps. The measurement files of the different lines contained at least 92 
groups of spectral lines and at most 9243 groups. The average relative error was used as the evaluation 
method for the algorithm prediction effect, and the analysis results are shown in Fig. 11. 
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Fig. 11 Average relative error of peak area calculated by each optimization algorithm 


The average relative errors of the peak areas of U, Th, and K obtained using the SGD method 
were 25.6%, 36.7%, and 37.5%, respectively; the relative error of the U peak was the smallest. Among 
the four optimizers, SGD exhibited the worst optimization ability, followed by the PSO method, with 
relative errors of 16.83%, 23.11%, and 10.75%, respectively, and its performance at the K peak was 
the best; then, the SFLA algorithm, with relative errors of 11.17%, 19.4%, and 7.8%, respectively, and 
its performance at the U peak was the best. Overall, SFLA-PSO had the best prediction effect on the U, 
Th, and K peak areas, which were 3.11%, 9.50%, and 6.18%, respectively, and are clearly better than 
those of the other three optimization algorithms. This result is related to the limitations of each 
algorithm. For the SFLA, the parameter determination is complicated and needs to be determined by 
several experiments; therefore, development of a reasonable scheme is necessary for design of the 
experiment, which has a significant impact on the actual effect of the SFLA. For PSO, similar to the 
SFLA, the coding of the network weight and selection of the genetic operator also significantly 
influence the results. For SGD, using only one sample for each iteration can guarantee training speed; 
however, it may yield a local minimum value with low accuracy. 

To meet the actual demand for airborne radioactivity measurements, software programming was 
carried out in Python according to the algorithm model in this study, and data preprocessing was 
completed, including dead time correction, spectrum filtering, cosmic ray background calculation, and 
background deduction. The core part of the algorithm is used for the fitting calculation. To simplify 
the spectral data processing, a set of airborne gamma-ray spectral solution software was designed in 
this study. The operations include the following: “Import the.dat file,” display “Data to read,” and 
click “Output Folder” to select a path for saving calculation results. Click the “Calculate and save” 
button to save the results calculated by the mixed neural network in the “Results” folder under the 
selected path to complete the analysis process. 

According to the Python logger running time, the single peak area calculation time is only 
between 0.13 and 0.15 ms in peak area batch processing, which fully meets the measurement 


efficiency requirements under large sample conditions. Simultaneously, the calculated average relative 
errors of the peak areas of K, U, and Th were maintained at a fairly good level. According to the 
results in Fig. 3, the processing efficiency advantage of this algorithm is also relatively obvious. Thus, 
the proposed optimization algorithm was proven to be feasible in engineering practice, as evidenced 
by its performance in terms of convergence speed and prediction accuracy. 


4. Conclusion 


In this study, an SFLA-PSO CNN model for y spectrum analysis was proposed. The model 
effectively employs the nonlinear mapping feature of the neural network to perform full analysis of 
the y spectrum, and uses more spectral data to improve the analysis accuracy. This results in fairly 
high analysis efficiency and accuracy when the data signal is weak and the full-energy peak is not 
obvious, and the analysis of special spectrum lines can effectively denoise and highlight the weak 
peak information. Meanwhile, owing to the robustness of the neural network, data processing becomes 
simpler, some complex steps in data processing are omitted, and the time taken to calculate the peak 
area proves its fast processing capability. These advantages allow this method, particularly in the field 
of airborne gamma data processing, to quickly output nuclide content information, which is of great 
significance for aeronautical engineering surveying. 
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